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SCR REGULATED POWER SUPPLIES 

SCR-I 

Series 

Volts 

Amps 

Price 

H" 

Common Features 

505A 

0-72 

0-5 

$475 

51/4 

cv/cc 

0.5% Regulation 

1% Ripple 

50MS Recovery 

RP, RS, Rear Terminals 

510A 

0-36 

0-10 

450 

51/4 

520A 

0-36 

0-25 

575 
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COMPACT SCR SUPPLIES 

SCR-IP 

Series 

Volts 

Amps 

Price 

H" 

Common Features 

6427A 

0-18 

0-15 

$380 

31/2 

CV/CC 

0.05-0.1% Regulation 
0.1%-0.2% Ripple 
300MS Recovery 

Remote Programming 
Remote Sensing 

Rear Terminals 

All-Silicon 

6428A 

0-18 

0-45 

550 

51/4 

6433A 

0-32 

0-10 

370 

31/2 

6438A 

0-60 

0-5 

360 

3V2 

6439A 

0-60 

0-15 

550 

51/4 

6443A 

0-120 

0-2.5 

360 

31/2 

6448A 

0-600 

0-1.5 

550 

51/4 


3 KW OUTPUT SCR SUPPLIES 

SCR-3 

Series 

Volts 

Amps 

Price 

Common Features 

6450A 

0-8 

0-300 

$1550 

14" H x 19" W x* I8V4" D 
CV/CC, RP, RS 

0.2% Regulation 

0.25-1.0% Ripple 

50MS Recovery 

Rear Bus Bar Output 

6453A 

0-15 

0-200 

1550 

6455A 

0-36 

0-75 

1450 

6456A 

0-32 

0-100 

1450 

6459A 

0-64 

0-50 

1450 

Specify 208 or 230 VAC, 3 0 Input — Add $40 for 460 VAC 3 0 in. 


10 KW OUTPUT SCR SUPPLIES 

SCR -10 

Series 

Volts 

Amps 

Price 

Common Features 

6463A 

0-4 

0-2000 

$3500 

28" H x 19" W x 22V2" D 
CV/CC, RP, RS 

0.2% Regulation 

0.2-1. 0% Ripple 

50MS Recovery 

Rear Bus Bar Output 
All-Silicon 

6464A 

0-8 

0-1000 

3300 

6466A 

0-15 

0-600 

3100 

6469A 

0-36 

0-300 

2900 

6472A 

0-64 

0-150 

2900 

6475A 

0-110 

0-100 

2900 

6477A 

0-220 

0-50 

2900 

6479A 

0-300 

0-35 

2900 

Specify 208, 203, or 460 VAC 3 0 Input — Add $85 for 17" W Cabinet Style 
With Casters. 
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